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Abstract: During breast-conserving surgeries, it remains challenging to accomplish adequate
surgical margins. We investigated different numbers of fibers for fiber-optic diffuse reflectance
spectroscopy to differentiate tumorous breast tissue from healthy tissue ex vivo up to 2 mm
from the margin. Using a machine-learning classification model, the optimal performance was
obtained using at least three emitting fibers (Matthew’s correlation coefficient (MCC) of 0.73),
which was significantly higher compared to the performance of using a single-emitting fiber
(MCC of 0.48). The percentage of correctly classified tumor locations varied from 75% to 100%
depending on the tumor percentage, the tumor-margin distance and the number of fibers.
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1. Introduction

The aim of breast-conserving surgery (BCS) is to completely resect the tumor with a small margin
of healthy breast tissue. In this way, a surgeon balances the endpoint of removing all tumor tissue,
and the endpoint of achieving an optimal cosmetic result. To evaluate whether the tumor is
completely removed or not, the surgical margin status of the specimen is determined after surgery.
In the most commonly used ’radial’, pathological margin assessment technique, the margins are
evaluated by inking the surface of the specimen and examining the distance between the ink
on the edge and the boundary of the tumor in the surgical specimen [1,2]. Margin assessment
is important since the presence of positive resection margins is one of the key determinants
associated with ipsilateral breast tumor recurrence and hampers long-term survival [3–9].

Although the surgical margin status is extremely relevant to the outcome of BCS patients,
there is a lack of consensus worldwide on a standardized definition of a ’positive’ margin for
both invasive carcinoma (IC) and ductal carcinoma in situ (DCIS) [10–14], it varies substantially
across countries. For instance, in the USA a re-excision for IC is recommended as soon as the
ink on the margin is in contact with tumor cells during radial margin assessment, in accordance
with the SSO-ASTRO guidelines [15]. In the Netherlands, a re-excision is recommended when
the tumor cells reach the inked margin over a trajectory of more than 4 mm [16]. For DCIS,
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guidelines on an adequate margin vary from no DCIS cells on the resection surface to no DCIS
cells within 2 mm from the resection edge [10]. The range in definition contributes to the large
difference in reported positive margins worldwide, which varies from 9% to 36% for invasive
breast cancer and from 4% to 23% for DCIS [10].

In case of a positive surgical margin, a patient would need additional treatment in the form
of radiotherapy or a re-excision (i.e. repeat breast conserving surgery or mastectomy), with a
potential risk for increased morbidity [3,17], unsatisfactory cosmetic outcome [18–20], decreased
quality of life [21–23] and increased health care costs [24,25]. Therefore, the complete removal
of breast tumors during primary surgery is essential.

On the other hand, extensive resections with negative margins may result in worse cosmetic
outcomes. Studies have reported unsatisfactory cosmetic results in up to 40% of patients
undergoing BCS [26,27]. According to multiple studies, specimen volume in relation to breast
volume is a statistically significant determinant of a poor cosmetic outcome [28–31]. Various
studies have determined that in many cases of BCS, the resected volume varies from 1.5 to 5.0
times the optimum resection volume, which is defined as the tumor volume plus an arbitrarily
chosen margin of healthy breast tissue [32–34]. A poor cosmetic outcome leads to an increased
risk of depression, anxiety, self-esteem issues, and a decreased quality of life [22,23,35]. Thus, it
is important for breast cancer surgeons to excise as little healthy breast tissue as possible.

To balance the goals of complete tumor removal and a satisfactory cosmetic outcome, surgeons
mainly rely on visual and tactile feedback. Discriminating healthy tissue from tumor tissue can be
extremely challenging based on these types of feedback. Therefore, an accurate method for real-
time intraoperative breast cancer margin assessment is needed. Many imaging techniques, such
as ultrasound [36,37], fluorescence imaging [38], Raman spectroscopy [39], optical coherence
tomography [40,41], radiofrequency spectroscopy [42] and photoacoustic tomography [43]
are being investigated as a margin assessment tool. However, these techniques have not been
incorporated into surgical practice due to various reasons including diagnostic inaccuracy, lack
of speed, complicated user experience, high operator dependence, high costs, and/or inability to
perform over the entire margin [44–46].

Fiber-optic diffuse reflectance spectroscopy (DRS) is a non-invasive, optical technique that
could be used to study the structural and biochemical composition of tissue, based on the
interaction of the tissue with different wavelengths of light. Light from a broadband light source
is sent into the tissue through an emitting fiber, where it undergoes several interactions such
as scattering and absorption, and part of the light will be reflected back. This reflected light
is collected by a receiving fiber. The distance between an emitting and a receiving fiber is
approximately equivalent to the measurement depth [47]. DRS spectra contain information
concerning the absorption and scattering properties of the illuminated tissue. This could be
applied to distinguish different tissue types and thus potentially delineate cancerous tissue during
surgery. A previous study of our research group has proven that the absorption of fat compared
to water in the near-infrared (NIR) wavelength band has a sensitivity and specificity of 100%
in discriminating pure tumorous breast tissue from pure healthy tissue in sliced ex vivo breast
cancer specimens [48].

Despite the promising results, a crucial issue to achieve the envisioned application of DRS
has not been resolved yet. It involves the lack of data concerning the diagnostic accuracy of
DRS on the actual resection margins of breast tissue. Measuring the resection margin is more
challenging compared to measuring on the sliced specimen as used in previous studies. The
DRS measurements on breast lumpectomy specimens could be acquired from locations with
inhomogeneous composition. It has been shown by de Boer et al. that the accuracy of DRS
classification models tested on sliced specimen locations with a mixture of tissue types, is
dependent on the percentage of tumor cells in these locations [49]. It was shown that a lower
percentage of tumor cells leads to a worse tissue classification performance with a high chance
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of missing the tumor presence [49]. This is important, since single-emitting fiber DRS is a
point-based measurement method covering a small tissue volume. Therefore, DRS using a single
emitting fiber might lead to missing tumorous tissue in a particular region. Furthermore, it would
necessitate many measurements to cover a larger area, which could be time-consuming.

In order to overcome this obstacle, we developed a multi-fiber-optic probe that enabled
collecting more optical information from one measurement location as compared to the earlier
used probe. In this way, multiple spectra could be collected from different tissue volumes at
the same measurement locations, which could be used for tissue classification. To the best of
our knowledge, this is the first study investigating whether the number of optical fibers has an
influence on the accuracy of DRS for detecting different tumor volumes at various depths when
measuring on the surgical margin. Although researchers have performed DRS measurements
on breast tissue using probes with multiple fibers [50–55], it has never been investigated how
the number of fibers affects the accuracy of margin assessment. This study will provide new
insights into this relationship, which could enable sampling information from a larger tissue area
using the same probe tip size. A larger probe tip area provides the advantage of covering a larger
tissue area, while giving the disadvantage of an uncertainty regarding the exact location where a
particular DRS signal was measured. A larger number of fibers offers the advantage of sampling
more information from the same probe tip area, while giving the disadvantage of a larger data
acquisition time. We have tried to balance the size of the probe tip to the number of fibers, in
which we tried to sample as much information from a tissue area as possible while maintaining
an acceptable data acquisition time. Therefore, this work will contribute to the understanding of
how the classification performance of DRS combined with a machine learning models depends
on the numbers of fibers at a certain probe tip area.

In this study, we have taken the next step toward the use of optical spectroscopy for intraoperative
margin assessment by improving the reliability and resolving the earlier-mentioned uncertainties.
The first aim of this study was to investigate the optimum number of optical fibers to distinguish
tumorous breast tissue from healthy breast tissue. The second goal was to investigate how the
classification accuracy of this optimum number of fibers is affected by various tumor percentages
and various distances of the tumor to the margin. In order to meet these goals, we have
conducted DRS measurements with our custom-made probe on ex vivo lumpectomy specimens.
Subsequently, we have trained several machine learning algorithms on data sets based on a
different number of fibers, where the labels are assigned based on different ratios of tumor and
healthy tissue. Furthermore, we analyzed the classification performance of each model on a test
set, which was not used for training the models. After obtaining the optimal number of fibers,
we evaluated the classification performance of detecting tumor volumes in various percentages.
Lastly, the best-performing models were further evaluated by analyzing the correctly classified
tumor locations at different distances from the tumor to the margin.

2. Materials and methods

2.1. Diffuse reflectance spectroscopy setup

The experimental DRS device consisted of 5 identical light sources, a fiber-optic DRS probe, two
spectrometers, and in-house developed MATLAB software to collect and save data. The light
sources were halogen broadband light sources (Avantes, AvaLight-HAL, 360 – 2500 nm) with
integrated shutters. A custom-designed DRS probe was used, as described below. The setup
contained one spectrometer covering a visible wavelength range of 200 to 1160 nm (Avantes,
AVASPEC-HS2048XL-EVO) and one covering a near-infrared wavelength range of 900 to 1750
nm (Avantes, AVASPECNIR256-1.7-RS). All spectra were calibrated using a similar method as
described in [49,56,57].
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For this study, we developed a multi-fiber-optic probe with 5 identical emitting fibers positioned
in a circle around one central receiving fiber as illustrated in Fig. 1. All emitting fibers had an
equal source-detector fiber distance of 2.0 mm.

2 mm

Fig. 1. Handheld DRS probe. In the upper left corner, the distal probe tip is displayed, with
a circular configuration of 5 emitting fibers around 1 central receiving fiber, and a distance
of 2 mm between each emitting fiber and the receiving fiber.

2.2. Study design

This ex vivo study was conducted from 2019 to 2022 at the Netherlands Cancer Institute-Antoni
van Leeuwenhoek hospital (NKI-AvL) after approval of the study protocol by the Institutional
Review Board (IRBm20-077). During this period, patients with invasive breast carcinoma and/or
ductal carcinoma in situ who were scheduled for surgery, were included. According to the
medical research involving human subjects act, no written consent was required. In total, 100
breast lumpectomy specimens were obtained from 100 female patients who had undergone BCS.

2.3. Data acquisition

Immediately after surgical excision, we collected the specimen from the surgical team and
proceeded with DRS measurements after an estimated time gap of a few minutes. We have aimed
to maintain this time gap as consistent as possible throughout all measurements. After specimen
collection, approximately 3 to 5 locations on the margin of each lumpectomy specimen were
selected as measurement locations. At each location, 3 consecutive DRS point measurements
were performed with an acquisition time of a few seconds per measurement. Throughout all
measurements, the probe was lightly pressured against the tissue surface area and it was ensured
that the entire surface of the probe tip was in contact with the tissue at all times. Due to limitations
in the number of measurement locations on each specimen and in order to avoid significant
imbalance in our data set, we have used ultrasound imaging on some specimens to localize areas
with the smallest distance from the tumor to the resection margin.

After acquiring DRS, each measurement location on the tissue was marked with black pathology
ink, approximately equaling the size of the probe tip. Afterward, the specimen was brought to
the pathology department, where the resection margins were inked, the whole specimen was
frozen, and sliced in a bread-loafed manner. During this process, it was made sure the specimen
was sliced at the ink marks. Then the specimen was processed in a standardized manner. An
overview of the data acquisition process is shown in Fig. 2
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Fig. 2. Overview of the data acquisition method, with a) specimen collection after surgery, b)
point-based DRS measurement, c) marking the measurement location with black pathology
ink, and d) standard processing by the pathology department, including coloring and slicing
the specimen. Schematic overview of the method for determining the tumor percentage
and the tumor-margin distance of each measured tissue location in the corresponding
histopathology section. In f) the original H&E section with the annotated borders of the
lesion in red, and g) the magnified image of the measured tissue location, recognizable due
to the black ink along the margin. The yellow arrow (g) indicates the tumor-margin distance,
determined by measuring the perpendicular distance from the surgical surface to the tumor
in the middle of this region. Lastly, the percentage of tumorous tissue and healthy breast
tissue was determined over a depth of 2 mm at this particular marked region, indicated by
the blue box (h).

The pathology H&E sections of all measurement locations were digitized and examined by a
general pathologist with a high level of experience in breast pathology, who precisely annotated
all tumor areas of IC and DCIS in the images. The healthy tissue areas, which consisted of
connective and fat tissue, were identified by thresholding the green channel of the H&E sections
as described in [58]. The percentage of IC and DCIS based on the annotations of the pathologist
and the percentage of healthy tissue based on the thresholding was determined up to 2 mm
underneath the black ink marks. These percentages formed the labels (ground truth) of the
data set. Hereafter, the sum of IC and DCIS percentage scores will be referred to as ’tumor
percentage’. It is important to emphasize that the tumor percentages indicate the area of tumor
tissue in a box of 2 mm wide from the margin and do not entail actual percentages of tumor
cells. The area percentages of all tissue types were exactly determined using image processing
tools in MATLAB. Furthermore, the perpendicular distance of the tumor to the margin at the
middle of the black ink mark was determined. Hereafter, this distance will be referred to as the
’tumor-margin distance’. Figure 2 gives an overview of the method for determining the tumor
percentage and the tumor-margin distance of each measured tissue location in the corresponding
histopathology section.

The data analysis consisted of several steps to build tissue classification models and evaluate
their accuracy. In the following subsections, each step is explained in more detail. All data
analyses were performed using MATLAB (2022a, MathWorks Inc., Natick, Massachusetts,
United States).
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2.4. Data preprocessing

2.4.1. Spectrum normalization

After data acquisition, the three consecutive optical spectra of each measurement location were
averaged and the spectra from the visual and near-infrared wavelength ranges were stitched
together to form one continuous spectrum. Furthermore, data up to 400 nm and after 1600 nm
were eliminated as these parts of the spectrum have a low signal-to-noise ratio. To correct for
intensity differences, all spectra were normalized using multiplicative scatter correction (MSC)
[59], where the spectra are corrected in such a manner that they are as close as possible to the
mean of the data set.

2.4.2. Feature extraction

Each normalized spectrum consists of the reflection intensities at 1200 different wavelengths.
During previous research of our group, it was found that the visual wavelength range is principally
influenced by absorption through blood, while the near-infrared wavelength range is principally
influenced by absorption through fat and water [48]. Furthermore, it was demonstrated that the
fat fraction in combination with the total volume of fat and water provided optimal discrimination
between tumorous breast tissue and healthy breast tissue, when measuring on slices of BCS
specimens or biopsies [48,49,60]. All reflection intensities represent 1200 features, that could be
used for training the model. In order to avoid overfitting, we have applied feature extraction. In
this process, we quantified and extracted a set of spectral features in the near-infrared wavelength
range, as described by de Boer et al.[49]. These features included the slopes of spectra between
designated wavelengths, the maximum difference between the slope and the spectrum, the
corresponding wavelength at the point of maximum difference, and the inflection points left and
right of the point of maximum difference [49]. This yielded a total of 80 features per fiber.

2.5. Data set preparation

2.5.1. Random fiber selection and mixture

The next step was to build 5 different data sets using features from a different number of fibers
(1-5) with a random combination. The first data set contained all features from 1 randomly
selected fiber for each measurement location, the second data set contained a combination of
all features of 2 randomly selected fibers for each measurement location, and so on. In our
study, we tried to sample as much information from the probe tip area as possible, using different
numbers of fibers. Therefore, when using 2, 3 or 4 fibers, we always selected random fibers in
opposing directions, instead of adjacent fibers. In this way, the fibers would cover the largest
tissue area possible and we would always maintain the same illumination-collection geometry for
a particular number of fibers. Using a combination of all features of all fibers would result in 400
features per measurement location. The 5 different data sets were used to investigate the impact
of the number of fibers in assessing surgical margins.

2.5.2. Labeling

Thereafter, multiple data sets were built from the 5 earlier built data sets, by labeling each
measurement location as ’healthy tissue’ or ’tumorous tissue’ according to different definitions
of the labels. The definition was based on various cut-off (threshold) points for the tumor
percentage and a constant cut-off point of 2.0 mm for the distance to the margin, for each data
set. The threshold points for tumor percentage (TTP) were incrementally increased 5%, up to
the maximum TTP of 40% which still enabled training a model with sufficient tumor-labeled
data. Any measurement location was labeled as tumorous tissue if it had 1) a tumor percentage
equal to or above the chosen TTP and 2) a distance to the tumor less than 2.0 mm. Otherwise, the
measurement location was labeled as healthy tissue. Thus eventually, all data sets contained the
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same number of measurement locations, but with a different distribution of tumor labels and
healthy labels.

2.5.3. Feature selection

The following step was the implementation of feature reduction using a minimum redundancy
maximum relevance (MRMR) feature selection algorithm [61], in order to prevent the algorithm
from overfitting. This iterative algorithm selects features during each iteration that correlate the
strongest with the response variable while being minimally redundant compared to the set of
already selected features. Using the outcome of this algorithm, the optimum feature subsets were
selected based on a cut-off point of ≥ 0.05 of a quantified score of the importance of each feature.
The feature selection was performed for each fiber combination data set individually.

2.6. Classification

2.6.1. RUSBoost model

The subsequent step was building a model with an ensemble random under sampling boosting
tree (RUSBoost) as a classifier to distinguish tumorous tissue from healthy tissue [62]. We
used this particular classifier since it has a higher classification performance on imbalanced
data sets compared to other classification models [63]. The RUSBoost model mitigates the
problem of imbalance by using 1) random under sampling [64] and 2) boosting [65]. Random
under sampling means that in our case the algorithm randomly removes measurements from the
majority class of healthy tissue until the desired class ratio is achieved at each iteration of the
algorithm [62]. Boosting in our case means that the model iteratively builds an ensemble of
models, where eventually all constructed models have a weighted vote to classify new data [62].

2.6.2. Cross-validation

We used iterative 5-fold cross-validation to classify the measurement locations. Each cross-
validation process was repeated 20 times, with a different distribution of the patients over the
folds during each of the 20 repetitions. To avoid bias, the data from each patient were randomly
assigned to either the training set or the test set during each iteration, but never both. This analysis
was executed for each of the data sets.

2.6.3. Performance evaluation

The following metrics averaged over 20 iterations were calculated: Matthews Correlation
Coefficient (MCC), sensitivity, and specificity. The MCC is a metric that is less influenced by
imbalanced data compared to accuracy. It is calculated by the following equation:

MCC =
(TP × TN − FP × FN)√︁

(TP + FP)(TP + FN)(TN + FP)(TN + FN)
(1)

where TP, TN, FP, and FN stand for true positives, true negatives, false positives, and false
negatives respectively.

The MCC value ranges from -1 to 1, where -1 indicates a reverse correlation and 1 indicates
a flawless correlation. A One-way Analysis of Variance (ANOVA) was performed to assess
whether a particular number of fibers had a statistically significant, different mean MCC value in
comparison to another number of fibers. The difference was considered statistically significant
when the p-value was less than 0.05.

Furthermore, the influence of TTP on the performance of all classification models was analyzed
by comparing the MCC, sensitivity and specificity for different TTP values. The classification
models based on the number of fibers with significantly high MCC values for all TTP values were
further analyzed. This was done by investigating the influence of the tumor-margin distance on
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their sensitivity, by determining the proportion of correctly classified tumor locations for various
tumor-margin distances. Additionally, the differences in correctly versus incorrectly classified
locations using the lowest TTP (5%) were analyzed.

The entire workflow of data acquisition and analysis is displayed in Fig. 3.
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Fig. 3. Overview of the development and testing of all classification models. The process
started with data acquisition, where 5 spectra were collected at each measurement location.
The data was preprocessed by successively applying calibration, normalization, and feature
extraction. In total, 80 features were extracted from each spectrum. Then 5 different data sets
were built by using features from a different number of fibers (1-5). For each measurement
location, the features from a randomly selected combination of fibers were used for each
data set preparation. Subsequently, multiple data sets were built from the earlier data sets by
labeling of the measurements (as tumorous and healthy) based on increasing cutoff points
for tumor percentage. Thereafter, the most relevant features were selected from each data set.
The labeled data sets were used to build RUSBoost classification models. The performance
of the models was evaluated by an iterated 5-fold cross-validation method. Per patient, all
spectra were assigned to one fold, ensuring that they were not split between the training and
test set.

3. Results

3.1. Patient characteristics and measurement locations

In total, 1770 DRS spectra were obtained at 354 tissue locations from 100 breast specimens of
100 patients. An overview of the patient characteristics and measurement locations can be found
in Table 1. The mean age of the patient population was 60,7 years (SD = 12,5) (Table 1). As far
as the pathological diagnosis of the patients, 41 patients had IC of no special type (NST), 31
patients had IC NST combined with DCIS, 16 patients had an invasive lobular carcinoma (ILC),
10 patients had DCIS and 2 patients had lobular carcinoma in situ (LCIS) (Table 1). For the data
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analysis, the patient groups with IC NST, IC NST combined with DCIS and ILC were combined,
as well as the group with DCIS and LCIS.

Table 1. Patient characteristics and measurement locations a

Patient characteristic / measurement location Value
Characteristic N = 100

Age (years) (median, SD) 60,7 (12,5)

Histological tumor type
IC NST 41

IC NST + DCIS 31

ILC 16

DCIS 10

LCIS 2

Measurement locations (N = 354)
IC within 2 mm from margin 71

DCIS within 2 mm from margin 17

Healthy tissue within 2 mm from margin 266

aIC NST = invasive carcinoma of no special type, DCIS = ductal carcinoma in situ,
aILC = invasive lobular carcinoma, LCIS = lobular carcinoma in situ;

Of all measurement locations, there were 88 (25%) locations with tumor tissue within a
distance of 2 mm from the margin and 266 (75%) locations with only healthy breast tissue. 71
(81%) of the tumor locations contained IC and 17 (19%) locations contained DCIS. In Fig. 4
the distance to the tumor is plotted against the tumor percentage for all IC within 2 mm from
the margin locations (orange dots) and DCIS 2 mm from the margin locations (blue dots). The
dashed lines represent the lines of best fit using linear regression analysis. From this figure, it is
apparent that there is a negative, linear correlation between tumor percentage and tumor depth.
This relationship is stronger for IC locations compared to DCIS locations.

3.2. Selected features

The MRMR analysis yielded a different number of optimum features per fiber combination data
set, due to a different input number of features as can be seen in Fig. 3. The number of features
varied from 5 to 35 features for each data set. We ranked the top 10 selected features with the
highest importance scores per data set, and investigated the frequency of each of these features
across all data sets. The 10 features with the highest frequencies are ranked in Table 2. As shown
in Table 2, all of the displayed selected features are in the near-infrared wavelength range, where
fat and water are the most important absorbers.

3.3. Effect of different numbers of fibers on classification performance

Different classification models were developed for each number of fibers based on features from
1, 2, 3, 4 or 5 fibers, and TTP values from 5%, 10%, 15%, 20%, 25%, 30%, 35% or 40%. For
assigning the labels, a maximum value of 40% was used as TTP, since a higher TTP led to
insufficient tumor labels in the training set. Figure 5 displays the distribution of tumor labels and
healthy labels for different TTPs. As the TTP increases, the number of tumor labels decreases,
while the total number of measurements remains equal. At the lowest TTP, 79 (22%) of all 354
measurement locations are labeled as tumor, while at the highest TTP, 44 (12%) of all locations
are labeled as tumor.

The results of classifications for all numbers of fibers are demonstrated in Fig. 6. In this plot,
each box visualizes the MCC values of all classification models over different TTPs for each



Research Article Vol. 14, No. 8 / 1 Aug 2023 / Biomedical Optics Express 4026

0% 10% 20% 30% 40% 50% 60% 70% 80% 90% 100%
Tumor percentage

0

0.5

1

1.5

2
Tu

m
o

r-
m

ar
g

in
 d

is
ta

n
ce

 (m
m

)
IC locations
DCIS locations
Line of best fit, IC locations
Line of best fit, DCIS locations

Fig. 4. Tumor-margin distance compared to the tumor percentage of all measurement
locations. The orange dots represent IC locations, and the blue dots represent DCIS locations.
The dashed lines are corresponding lines of best fit.

Table 2. Frequency rank of features among the top 10 features with the highest importance scores
of all data sets

Frequency rank Selected features

1 Maximum difference between the slope and the measured spectrum between 1224 nm and 1331 nm

2 Wavelength of the right inflection point of the peak between 1008 nm and 1053 nm

3 Maximum difference between the slope and the measured spectrum between 1142 nm and 1225 nm

4 Slope of the measured spectrum between 999 nm and 1034 nm

5 Slope of the measured spectrum between 1213 nm and 1248 nm

6 Wavelength of the right inflection point of the peak between 1021 nm and 1102 nm

7 Slope of the measured spectrum between 1112 nm and 1147 nm

8 Slope of the measured spectrum between 883 nm and 1149 nm

9 Slope of the measured spectrum between 1024 nm and 1059 nm

10 Slope of the measured spectrum between 1395 and 1430 nm
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Fig. 5. Distribution of tumor labels (red bars) and healthy labels (green bars) in the overall
data set for different TTPs.

fiber combination, where each MCC value in a box represents an average of all cross-validations
per model. The minimum, maximum, first quartile and third quartile of all MCC values are
displayed. The asterisks in this figure indicate the statistically significant differences between the
performance of different fiber combinations, according to the One-way ANOVA test. Overall, the
single-fiber classification models showed the lowest classification performance (median MCC
0.48, interquartile range (IQR) 0.14), while the classification models of 4 fibers showed the
highest classification performance (median MCC 0.75, IQR 0.04). The median MCC of all
classification models of 2 fibers, 3 fibers and 5 fibers were 0.57 (IQR 0.04), 0.73 (IQR 0.05),
0.72 (IQR 0.04), respectively. There were statistically significant differences (p-value < 0.05)
between the performance of the models based on 1 fiber and 2 fibers compared to the models
based on 3 or more fibers. From the plot it can be observed that the classification performance
increases significantly with an increasing number of fibers, but reaches a plateau after 3 fibers.

3.4. Effect of tumor percentage on classification performance

We investigated the effect of tumor percentages on the tissue discrimination performance.
Therefore, we repeated the experiments by training the classification model for all numbers of
fibers while the data labels were adjusted based on tumor percentage. In Fig. 7, each colored
line depicts the average MCC value of each classification model based on a different TTP, for
a particular number of fibers. The shaded areas represent the accompanying average standard
deviations (SD). The best performance is obtained when 4 fibers are used and the TTP is set at
20%, with a MCC value of 0.79 (SD 0.015). The lowest classification performance was obtained
when using 1 fiber while setting the TTP at 20%, with a MCC value of 0.39 (SD 0.016). In
general, at all TTP values, the use of 3, 4 or 5 fibers outperforms the use of 1 or 2 fibers. Another
observation is that utilizing 3 or more fibers resulted in a SD of the MCC of 0.08, while the
SD of the MCC of 3 fibers decreased to 0.03. This illustrates the robust performance of 3 to 5
fibers over different TTPs, while the performance of the models based on 1 and 2 fibers changes
significantly over different TTPs.

The calculated sensitivity and specificity of each classification model are depicted in Fig. 8.
In general, all classification models have a high sensitivity, ranging between 80% and 93%.
However, the specificity varies widely across different models, ranging from 50% to 86%. The
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Fig. 6. Classification performance for different numbers of fibers. Each box is composed of
all average MCC values of models based on different TTP values and the same number of
fibers. The lines with an asterisk indicate a p-value of 0.05.

Fig. 7. Classification performance of models based on different TTPs. Each line color
represents a different number of fibers. The TTP is displayed on the x-axis and the MCC on
the y-axis. The shaded areas indicate the standard deviations.
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highest sensitivity of 93% was achieved using 5 fibers and a TTP of 20%. This model had a
specificity of 75%. On the other hand, the highest specificity of 86% was obtained with 4 fibers
and a TTP of 10%. This model had a sensitivity of 88%. Among all possible numbers of fibers
and TTP values, higher sensitivity and specificity can always be achieved when using 3 to 5 fibers
compared to 1 or 2 fibers. The exact values of sensitivity and specificity for all classification
models can be found in Supplement 1 (Section 1).

Fig. 8. Sensitivity and specificity of all classification models. In both diagrams, 4 sets of
rings are present, with each set containing 5 rings of different sizes and colors. The size
represents the number of fibers, while the color represents sensitivity in the upper diagram
and specificity in the lower diagram.

3.5. Effect of tumor-margin distance on classification performance

In general, the previous experiment indicates that the use of 3 to 5 fibers outperforms the use of 1
to 2 fibers significantly. Thus, for the remainder of this study, we have analyzed the effects of the
tumor-margin distance on the classification performance for only 3, 4, and 5 fibers.

Figure 9 displays the percentage of locations with tumor tissue that are correctly classified
when using different numbers of fibers at various tumor-margin distances. The tumor margin
distance has been divided into 4 bins of 0.5 mm. Each graph represents a similar experiment but
with a different TTP value (10%, 20%, 30%, and 40%). It is worth mentioning that with a TTP
of 30% or 40%, there were no locations with tumor tissue deeper than 1.50 mm.

In general, all graphs show a similar trend, where the percentage of correctly classified tumor
locations decreases with an increase in the distance to the tumor. The percentage of correctly
classified tumor locations varies from 75% to 100%, depending on the TTP and the number of
fibers. Among the models based on a TTP of 30%, the use of 4 or 5 fibers gives the highest
sensitivity for the shortest tumor-margin distance category, while for a TTP of 40%, it can be
observed that all selected numbers of fibers have the same sensitivity. In these scenarios, 100%
of all locations with a tumor-margin distance of ≤ 0.50 mm are classified correctly. Furthermore,
for a tumor-margin distance ≥ 1.0 mm, 5 fibers give the highest percentage of correctly classified
locations for all different TTP values.

Furthermore, in Fig. 10, the tumor-margin distance of all correctly and incorrectly classified IC
and DCIS locations is plotted against the tumor tissue percentage. The distribution of locations in

https://doi.org/10.6084/m9.figshare.23283146
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Fig. 9. The percentage of correctly classified locations at different tumor-margin distances
for different TTPs. Each bar color represents a different number of fibers, while each of the
4 graphs represents a different TTP.

this graph demonstrates that DCIS locations with a low tumor percentage (0-20%) in combination
with a low tumor-margin distance (0-1 mm) are existent, while this is not the case for IC locations.
All graphs show a similar trend, where the number of misclassified locations increases with
an increasing tumor-margin distance. Furthermore, the total number of misclassified locations
decreases with an increasing number of fibers. In essence, it shows that in a scenario where
the lowest possible cut-off point for tumor percentage would be used, the highest chance of
correct classification for each tumor location would occur when using 5 fibers. In this scenario,
89% of all IC locations and 86% of all DCIS locations get classified correctly, regardless of
tumor-margin-distance. Furthermore, 94% of all locations with a tumor-margin distance ≤ 0.50
mm get classified correctly, regardless of tumor percentage. The specificity of distinguishing
tumorous tissue from healthy tissue is 75% when using 3 fibers, 78% when using 4 fibers and
74% when using 5 fibers.
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Fig. 10. Tumor-margin distance compared to the tumor percentage of all correctly and
incorrectly classified IC and DCIS locations when using classification models based on a
TTP of 5% for 3, 4, and 5 fibers.

4. Discussion

The first goal of this study was to develop breast tissue classification models using optical spectral
features and to investigate the optimal number of optical fibers for accurate discrimination of
tumorous breast tissue from healthy tissue. In order to do so, we compared the performance of
several classification models using 1 to 5 fibers.

As for the first research question concerning the number of optical fibers, it was found that
in general, experiments with 3 to 5 fibers had a substantially higher performance compared
to the use of 1 to 2 fibers. This could be explained by the fact that malignant breast lesions
often possess an irregular shape, and therefore could easily have a significant variation in the
tumor-margin distance over a relatively short trajectory. A DRS probe with 1 or 2 emitting
fiber(s) and 1 receiving fiber collects optical information of a smaller tissue volume compared to
a DRS probe with a similar tip diameter, but containing 3, 4 or 5 optical emitting fibers encircling
1 receiving fiber. Combining the features of multiple fibers enables the algorithm to give a more
accurate classification result regarding the sampled volume. We found no significant difference
between the models using 3, 4 or 5 fibers. One possible explanation for this might be that 3 fibers
already provide sufficient data from the probed volume, meaning that more fibers would not
provide additional information regarding the tumor presence in that volume. Another possible
explanation might be that the addition of features beyond the features from 3 fibers leads to
redundant information and noise, which may cause overfitting during the training phase.

The second goal of this study was to assess how the performance of different numbers of fibers
depended on the tumor percentage. For this purpose, the experiments were repeated several times
each time with different tumor percentage threshold values for labels assignment. The evaluation
metrics showed that for all TTP values the models based on 3 to 5 fibers outperformed the models
based on 1 to 2 fibers. It was also shown that the models based on 3 to 5 fibers have more robust
performance with similar MCC over all TTP values, while in the single and double fiber models
the MCC value changes significantly over the TTPs.

The third goal was to investigate the performance of different numbers of fibers in comparison
with the tumor-margin distance. Concerning this, we investigated the number of correctly
classified tumor locations per tumor-margin distance category for the best set of models. It
was found that the percentage of correctly classified tumor locations decreased with an increase
in the tumor-margin distance. This suggests that spectra collected from locations with deeper
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tumors are optically less different to spectra of healthy tissue, compared to spectra collected from
locations with more superficial tumors. Therefore, deeper tumor locations are more difficult to
correctly classify. For tumors deeper than 1.0 mm, 5 fibers had the highest sensitivity regardless
of the TTP. A possible explanation is that when you have the highest number of fibers on the
same tissue surface area, there is a higher chance of measuring tumorous tissue when it is present
within 2 mm.

Among the patients included in this study, there were 5 patients with a positive resection
margin according to Dutch guidelines. The clinical consequences for these patients were that 3
patients had to undergo a re-excision, and 2 patients had to undergo additional boost radiotherapy.
The unnecessary burden for these patients would have been prevented if DRS was applied on the
resection margins after surgery, since all these positive margin locations were correctly identified
by the classification models using 3, 4 or 5 fibers. This illustrates the clinical value of this
technology in practice.

It is noteworthy that during this research, we have put maximum effort to correlate the measured
tissue locations to the corresponding pathological outcome. However, this correlation has an
inherent shortcoming since the H&E section is a 2D image of a few cell layers, while the probed
tissue is a 3D volume. Therefore, the tissue areas in the H&E section will not completely
represent the probed tissue volume. Furthermore, we have not investigated the impact of benign
tissue structures with high nuclei densities on the margin assessment accuracy. This would be an
interesting point to investigate in the future.

In order to integrate DRS into a clinically applicable tool, it is important to conduct a large
clinical study using DRS in vivo directly on the breast tissue to be resected during BCS, to
validate the performance of the classification models. Moreover, it should be investigated which
tumor percentage should be used as a threshold point for achieving the most clinically relevant
performance. DRS could be applied for margin assessment using two different methods: 1)
a DRS probe for classification of suspicious margin locations on the specimen directly after
excision, ensuring additional resection of any tumor tissue which was left behind in the breast, 2)
a surgical resection tool allowing the combination of DRS measurements, real-time classification,
and tissue resection based on the classification results. For the latter method, one emitting fiber
and one receiving fiber would suffice, since you could move the probe over an entire tissue surface
area allowing quick measurements and classification in a continuous manner. It is important
to mention that in such a study, the measured locations in vivo could be marked using sutures
or surgical clips, followed by a similar pathology analysis as conducted in this study. When
investigating both methods, the usability of both tools should be evaluated among surgeons.
When these questions are investigated, the next step would be to set up a clinical study to evaluate
the effect of a DRS-integrated tool during breast-conserving surgeries on clinical end-points such
as the number of positive resection margins, and the resection volumes in relation to the tumor
volumes.

5. Conclusion

In this study, we have investigated the optimum number of fibers for distinguishing tumorous
breast tissue from healthy breast tissue on the resection margin. The results demonstrate that in
general, classification models based on 3 or more fibers lead to a 52% increase in the MCC value
compared to 1 fiber models, regardless of tumor percentage as well as the distance to the tumor.
The models based on 3 to 5 fibers also show a more robust performance over different tumor
percentages. Although using 4 and 5 fibers slightly outperform 3 fibers in some experiments,
there was no significant difference between their performances. Furthermore, when looking at the
models based on 3 to 5 fibers, the percentage of correctly classified tumor locations varies from
75% to 100% depending on the tumor percentage, the tumor-margin distance and the number
of fibers. In conclusion, to achieve reliable and robust performance in using DRS for surgical
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margin assessment, we require at least 3 fibers to be able to detect small tumor percentages up
to 2 mm in depth, with 5 fibers providing the highest detection accuracy. A large clinical in
vivo DRS study would be the next step towards reaching the ultimate goal of intraoperatively
evaluating surgical margins during breast-conserving surgeries.
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